Electronic system for the obtention of phase plane curves for action potentials.
This system is designed for the amplification of the bioelectrical signal, obtention of its derivative in respect to time, automatic brightness control for both beams of the oscilloscope, and stability. The system includes a central measuring section which is a modified Tektronix oscilloscope type 565. Automatic control of brightness as a function of sweeping speed allows photographic recordings.